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INTRODUCTION
Etoposide ( Figure 1 ) is a semisynthetic derivative of podophyllotoxin, a compound extracted from the roots and rhizomes of the plants Podophyllum peltatum and P. emodi. 1 It is a cytotoxic drug whose mechanism of action is believed to be the inhibition of topoisomerase II enzyme. Etoposide is widely used in chemotherapy of various solid tumors including lung cancer, testicular tumor, gastric tumor, ovarian cancer, and retinoblastoma. 2 However, the systemic administration of anticancer drugs such as etoposide has limited effectiveness in the treatment of solid tumors. As only a small fraction of the total dose of the drug reaches the tumor site and the remainder of the dose is distributed throughout healthy organs and tissues, it causes undesirable effects such as alopecia, hepatotoxicity, leukopenia, myelosuppression, febrile episodes, gastrointestinal toxicity, nephrotoxicity, and cardiomyopathy. 2, 3 The treatment of solid tumors through locoregional therapy has been widely studied, and the usage of biodegradable polymeric implants containing anticancer drug offers an advantageous alternative. The implants are a sustained drug delivery system that can be inserted in the region where the tumor is located or within the tumor itself. This increases the tumor exposure to drug and also limits systemic toxicity. In addition, the local maintenance of therapeutic levels for a long period of time optimizes the chemotherapy regimen by reducing the number of doses to be administered. 3 The implants can be prepared from both biodegradable and non--biodegradable polymers. Nevertheless, biodegradable polymers have been widely used owing to their non-toxic property and biodegradability. 4 Poly(ε-caprolactone) (PCL), a biodegradable and biocompatible polymer, has gained considerable attention owing to its high permeability to several drugs and the possibility of a long sustained and controlled drug release rate. 5 In an attempt to target the delivery of etoposide for the locoregional treatment of retinoblastoma, a tumor stemming from retinal cells, an etoposide-loaded biodegradable PCL implant has been developed.
Several reports have described methods for quantifying etoposide in different samples. Tang et al. 6 determined etoposide-loaded biodegradable polymeric nanoparticles using the UV-spectrophotometric method at a detection wavelength of 284 nm. However, this method did not provide adequate selectivity for the etoposide, since the drug and its degradation products have the same chromophore. 7 Chen and Uckun 8 employed high performance liquid chromatography coupled with mass spectrometry (HPLC-MS) for measurement of etoposide in human serum and plasma. Although HPLC-MS provides the selective measurement of this drug over a wide analytical range, this technique does not represent a viable analytical method for quantifying the etoposide in routine quality control analysis. The official pharmacopoeias present monographs of etoposide raw material, soft capsules and injections. [9] [10] [11] These compendia described a gradient high performance liquid chromatography method with ultraviolet detection (HPLC-UV) for assaying etoposide in these products. However, this HPLC-UV method involves a long analysis time for estimating the drug, limiting its application in routine quality control.
Currently, not studies on the quantitative determination of etoposide in drug delivery system containing PCL are available. Thus, the present study is aimed at developing and validating a simple method using chromatography for the determination of etoposide in polymeric implants.
EXPERIMENTAL

Materials and reagents
Poly-ε-caprolactone (PCL) (molecular weight of 14000) was purchased from Sigma-Aldrich Chemicals (USA). Etoposide was offered by Quiral Química (Brazil) and the etoposide chemical reference substance was purchased from The United Pharmacopoeia (USA). Ultrapure water was produced by a Milli-Q ® purification system (Millipore, USA). Acetonitrile HPLC grade was purchased from Merck ® (Brazil). The other solvents and reagents used were of analytical grade.
Instrumentation and chromatographic conditions
The HPLC analyses were carried out on a Thermo Surveyor System (USA) which included a quaternary pump, autosampler, diode array detector (DAD), and ChromQuest 4.2 software. The Ace C18 column (250 x 4.6 mm i.d.; 5 µm particle size) from ACT was used and maintained at 25 °C. The mobile phase comprised acetic acid 4% (v/v) and acetonitrile (70:30), at a flow rate of 2 mL/min. The injection volume was 25 µL and detection was performed at 285 nm.
Preparation of implant
PCL was melted at 60 ºC in a water bath and etoposide was thoroughly dispersed in the polymer melt. The resulting PCL + etoposide (1:1) mass was allowed to cool at room temperature and molded into cylinders at 60 o C.
Preparation of solutions
Standard solution
Approximately 25 mg of etoposide reference standard were accurately weighed and transferred to a 50 mL volumetric flask and dissolved in a mixture of acetic acid 4% (v/v) and acetonitrile (1:1). Subsequently, aliquots of the solution were diluted in phosphate buffered saline (pH 7.4) to obtain the concentrations of 5.00, 20.0, 35.0, 50.0 and 65.0 µg/mL.
Sample solution
Five etoposide-loaded PCL implants were weighed and transferred to a 50 mL volumetric flask. An aliquot of 25 mL of acetonitrile was added to ensure complete solubilization, and the volume adjusted with acetic acid 4% (v/v). An aliquot of 15 mL of the solution thus obtained was transferred to a 50 mL volumetric flask and the volume adjusted with phosphate buffered saline (pH 7.4).
Method validation
The method was validated by determining the parameters of selectivity, calibration curve, precision, accuracy, robustness and quantitation limit.
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System suitability
The system suitability solution was prepared daily using 10 mL of etoposide solution at 250 µg/mL in a mixture of acetic acid 4% (v/v) and acetonitrile (1:1) and 0.1 mL of an ethanolic solution of phenolphthalein (1% w/v). To this solution, sodium hydroxide (1 mol/L) was added until the solution turned faintly pink in color. The system suitability solution was kept at rest for 15 min and subsequently 0.1 mL of acetic acid 4% (v/v) was added. System suitability was determined by injection of the system suitability solution prior to sample analysis. The acceptance criterion was a resolution greater than 1.5 between the two principal peaks of the chromatogram while disregarding any peaks attributed to phenolphthalein. 17 
Selectivity
In order to prove that the HPLC method was selective, the etoposide concentration was determined in the implant and in standard solution prepared as described in Standard solution. Selectivity was evaluated by comparing the average concentration of etoposide (n = 6) of the two groups (implant and standard solution) using Student's t test (α = 0.05). The F test (Snedecor) was applied to evaluate homoscedascity. 13 Further, a placebo solution (PCL, 35 µg/mL) was prepared in a mixture of phosphate buffered saline (pH 7.4), acetic acid 4% (v/v) and acetonitrile (74:13:13), and assayed using the HPLC method in order to verify whether the excipient of the formulation influenced the analysis method.
Calibration curve
The calibration curve was obtained using five reference standard concentrations (5.00, 20.0, 35.0, 50.0, and 65.0 µg/mL) in 3 independent replicates run in random order. These assays were performed on 2 different days. The calibration curves constructed were assessed using residue analysis (homoscedascity, normality, and independence of residues) and linear regression analysis was done by the ordinal least squares method. 18 The analysis of covariance (ANCOVA) was used for comparing the calibration curves obtained on different days. 19 
Precision
The precision of the method was determined based on repeatability (intra-assay) and intermediate precision (inter-assay). Repeatability was assessed through the assay of solutions at concentrations of 5.00, 35.0, and 65.0 µg/mL on the same day. The solutions were prepared in triplicate for the incorporation of etoposide in placebo solution (PCL, 35.0 µg/mL). Intermediate precision was verified by evaluating the results on 2 different days.
Accuracy
In order to determine accuracy, standard solutions at concentrations of 5.00, 35.0 and 65.0 µg/mL were prepared in triplicate by the incorporation of etoposide reference standard in placebo solution (PCL, 35.0 µg/mL). The solutions were assayed by the HPLC method on 2 different days.
Quantitation limit
The limit of quantitation value (LOQ) is defined as the lowest concentration that can be quantitatively determined with suitable precision and accuracy. The LOQ was calculated directly from the calibration curve and can be expressed as:
where, σ is the standard deviation of the response and b is the slope of the calibration curve.
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Robustness
The method proposed by Youden e Steiner was carried out to evaluate robustness. 20 Seven analytical parameters were selected and investigated at two levels as indicated by capital letters (nominal values) and lowercase letters (conditions with small variation in nominal values), as shown in Table 1 . Eight runs were performed following the experimental design of Youden and Steiner (Table 1) in order to determine the influence of each parameter on the final result.
The sample and standard solutions at working concentration (35.0 µg/mL) and the system suitability solution were injected three times for each combination. For each combination, the results of peak area, retention time, asymmetry, theoretical plates number, resolution and etoposide content in the implants were analyzed.
The results of each experiment were represented by letters ranging from s to z (Table 1) . To estimate the effect of each variable on the final result, the difference between the mean of the four values corresponding to the capital letters (nominal conditions), and the mean of the four values corresponding to the lowercase letters (altered conditions), was calculated. 20 Thus, to evaluate the influence, for example, of wavelength on the final result of the analyses, Equation 2 was used:
The effect of the analytical parameter was considered to be significant if the value of the difference was greater , where, S is the standard deviation of the 8 results. 21 
Determination of etoposide in PCL implants
The standard and sample solutions were prepared at working concentration (35.0 µg/mL) as described in Standard and sample solution preparation. The sample solutions (n = 6) were analyzed by the validated HPLC while drug content in the PCL implant was expressed as the percentage of pre-indicated value (50% w/w).
RESULTS AND DISCUSSION
The official compendia recommend a method using HPLC with gradient mobile phase for assaying etoposide in raw material, soft capsules and injections. [9] [10] [11] However, the analytical conditions of the recommended method are not suitable for quantifying etoposide in biodegradable polymeric implants, mainly due to the long analysis time (between 40 and 50 min) and range of etoposide concentration employed. Thus, an isocratic RP-HPLC method with UV detection was developed for the quantitative determination of etoposide incorporated into PCL implants. During method development, the acetonitrile proportion in the mobile phase was increased from 27% (v/v) to 30% (v/v) to allow suitable retention time and peak shape of etoposide. Also, good resolution (>1.5) between peaks of etoposide and its degradation product under alkaline condition was achieved (Figure 2A) .
The wavelength of 285 nm was selected for detection because at this wavelength maximum absorption of etoposide and high selectivity were observed owing to the low likelihood of PCL interference in the sample. This fact was confirmed by chromatograms of etoposide, PCL, and etoposide-loaded PCL implant ( Figure 2B-D) , in which interference or overlap of the polymer with etoposide response were not observed. In addition, there was no significant difference (p < 0.05) between the average concentrations of standard solution (35.03 ± 0.93 µg/mL) and implant solution (35.04 ± 0.40 µg/mL) as determined by the HPLC method. Considering the previous results, the method developed had adequate selectivity for the determination of etoposide in polymeric implants.
Under the experimental conditions, and within the range of 5.00 to 65.0 µg/mL, the regression between concentration and peak areas was considered significant. The linear model proved to be adequate as it could be shown that the residues followed a normal distribution pattern and were independent while homoscedasiticity was evident and lack of fit was not significant. Two calibration curves were constructed (Table 2) on different days bothof which presented a correlation coefficient (r) higher than 0.99, 12 and the comparison indicated no significant difference between the intercepts and slopes. The coefficient of determination (r 2 ) of both curves was higher than 0.99, implying that more than 99% of total variance of the peak areas was explained by the varying etoposide concentration. The limit of quantitation was calculated as 1.76 µg/mL.
Repeatability (intra-assay) and intermediate precision (inter--assays) were expressed as the relative standard deviation (R.S.D.) of a series of measures. On the intra-assay precision analysis, the mean concentration of etoposide (n = 3) was found to be 5.10 µg/mL (R.S.D. = 0.22%), 34.72 µg/mL (R.S.D. = 2.27%), and 64.82 µg/mL (R.S.D. = 1.06%). The mean contents obtained in the intermediate 
precision were 5.14 µg/mL (R.S.D. = 1.93%), 34.44 µg/mL (R.S.D. = 1.76%), and 64.40 µg/mL (R.S.D. = 1.47%). The R.S.D. values were well below 5% for all levels of concentrations tested, thus indicating appropriate intra and inter-assay precision.
12
A accuracy was determined using a recovery test by the addition of etoposide reference standard to placebo solution. The results are given in Table 3 .
According to the trueness parameter, there was no evidence indicating the presence of systematic errors in the results obtained using the HPLC method. By plotting the concentrations determined experimentally versus the theoretical values, a line was obtained. Experimental values were found to be highly similar to the true values, and thus the lines did not deviate, proving the absence of systemic errors.
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The method developed had appropriate accuracy as indicated by the values calculated for the β tolerance interval (Figure 3 ) for each concentration level, which presented a maximum variation of 5%.
14 A accuracy is represented by the combination of the random (precision) and systematic (trueness) errors considered in the β tolerance interval calculation. This represents the interval in which β% of the future individual results is expected. 14, 15 The results obtained on the robustness test are shown in Table  4 . The HPLC method appears to be robust regarding most of the variables analyzed, as the difference between results obtained under nominal and modified conditions were lower than the critical value for all analytical parameters studied (Table 4) , with the exception of acetonitrile concentration in the mobile phase. The retention time of the etoposide peak and resolution between peaks of the drug and its degradation product were influenced by change in acetonitrile content of mobile phase. The increase in acetonitrile concentration increased the eluent strength of mobile phase and promoted at reduction in retention time of the etoposide peak and in resolution. Thus, this analytical parameter should be carefully controlled.
The proposed method was applied for the analysis of etoposide in PCL implants. The mean episode content incorporated into the polymeric implant was 101.41 ± 1.03% (n = 6) of the pre-indicated value (50% w/w). The etoposide-loaded PCL implants prepared for validation and application of the HPLC method had an average weight of 2.26 ± 0.08 mg, length of 6.34 ± 0.18 mm, and diameter of 0.62 ± 0.02 mm (n = 10).
CONCLUSION
The HPLC method developed proved precise, accurate, robust, selective regarding sample excipient and easy to apply, for the determination of etoposide incorporated into PCL implants. The method is simple and rapid compared to the pharmacopeial methods for estimating etoposide in bulk material and pharmaceutical formulations whose analysis time is longer than 40 min. The etoposide-loaded PCL implants analyzed by the validated method showed adequate quality and drug content in accordance with the labeled amount.
